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Abstract Purpose Electromagnetic tracking is a core platform technology in the
navigation and visualisation of image-guided procedures. The technology provides
high tracking accuracy in non-line-of-sight environments, allowing instrument
navigation in locations where optical tracking is not feasible. EMT can be beneficial
in applications such as percutaneous radiofrequency ablation for the treatment
of hepatic lesions where the needle tip may be obscured due to difficult liver
environments (e.g subcutaneous fat or ablation artefacts). Advances in the field of
EMT include novel methods of improving tracking system accuracy, precision and
error compensation capabilities, though such system-level improvements cannot be
readily incorporated in current therapy applications due to the ‘blackbox’ nature
of commercial tracking solving algorithms. Methods This paper defines a software
framework to allow novel EMT designs and improvements become part of the
global design process for image-guided interventions. An exemplary framework
is implemented in the Python programming language and demonstrated with
the open-source Anser EMT system. The framework is applied in the preclinical
setting though targeted liver ablation therapy on an animal model. Results The
developed framework was tested with the Anser EMT electromagnetic tracking
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platform. Liver tumour targeting was performed using the tracking framework with
the CustusX navigation platform using commercially available electromagnetically
tracked needles. Ablation of two tumours was performed with a commercially
available ablation system. Necropsy of the tumours indicated ablations within
5 mm of the tumours. Conclusions An open source framework for electromagnetic
tracking was presented and effectively demonstrated in the pre-clinical setting. We
believe that this framework provides a structure for future advancement in EMT
system in and customised instrument design.
Keywords Image-guided intervention · Electromagnetic tracking · Surgical
navigation
1 Introduction
The development of new image guided therapies relies heavily on intelligently com-
bining data from multiple hardware devices. New techniques combining ultrasound
and electromagnetic tracking (EMT) [1,2] are among techniques which combine
multiple data sources to enhance the safety and accuracy of procedures. Progress
in these areas is made possible by the standardised open protocols [3,4] that govern
how hardware and software should interact with one another. Fig. 1 shows the
generalised design flow of many image guided interventions (IGI). IGI applica-
tions interact with hardware through vendor authored application programming
interfaces (APIs) or interface toolkits such as PLUS and IGSTK[5]. Open-source
software is becoming increasing popular among research groups as it enables a
common infrastructure to be shared and standardised. However, IGI application
development typically falls short of incorporating custom innovations in tracking
hardware. Electromagnetic tracking systems in particular are very much considered
‘blackboxes’ from the perspective of IGI research, which can limit innovation in
tracked instrument design for advanced procedures and therapies.
Percutaneous needle-based procedures such as radiofrequency ablation (RFA)
and electrochemotherapy are becoming more prevalent in the treatment of hep-
atocellular carcinoma [6,7] . Ultrasound is a common imaging modality used in
RFA with numerous studies have demonstrating its effectiveness in treating shallow
or superficial hepatic lesions [8]. For smaller tumours, fusion imaging or contrast-
enhanced US is often necessary [9]. Ultrasound-guided RFA in conjunction with
electromagnetic tracking may improve instrument visualisation by providing out-of-
plane electrode tracking and identifying the needle tip in difficult liver environments
(e.g subcutaneous fat or ablation artefacts as well as needle tip obstruction [10]).
This paper outlines a software framework to encourage integration of new
electromagnetic tracking hardware into the current IGI design flow. The resulting
framework was implemented in the Python programming language and applied to
the open-source Anser EMT system [11] shown in Fig. 2. Preliminary cross-platform
functionality of the framework is demonstrated with important performance metrics
reported. The effectiveness of an open approach is demonstrated in the pre-clinical
setting through the targeted radiofrequency ablation of model liver tumours. Com-
mercially available tracked needles are calibrated for use with the Anser system
and used to guide the radiofrequency ablation probes to multiple tumour sites in a
swine model using an open-source visualisation framework, CustusX [12].
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Fig. 1 A standard approach for developing cross-platform IGI applications. (a) Proprietary
hardware is interfaced using an API or open communications interface (b). (c) Guided therapy
applications use this interface to ensure cross-platform compatibility.
Testpoint
(b)
Fig. 2 (a) The Anser EMT system v1.0 consisting of a field generator and base station (b)
Field generator enclosure with precision machined holes for tracking sensor calibration.
Fig. 3 The basic components which comprise all electromagnetic tracking systems are shown.
The 5 degree-of-freedom sensor coordinate [x, y, z, θ, ϕ] is the most basic case for a symmetrical
sensor coil, where θ and ϕ correspond to yaw and pitch angles respectively.
2 Framework Design
Electromagnetic tracking systems are complex electronic systems that incorporate
advanced analog circuit design, signal processing and optimisation techniques. While
the precise topology of such systems will vary depending on the core design and
manufacturer, all EMT systems can be distinguished by four common processing
steps outlined in Fig. 3: acquisition, filtering, modelling, and solving. Each of these
processing steps can be treated as a discrete, independent stage in the tracking
system software pipeline. The designed framework is structured according to these
stages.
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2.1 Data acquisition
Data acquisition is the process by which physical signals are digitised into forms
suitable for computation and is a fundamental step in any measurement system.
In the case of EMT systems, the signals being measured are typically electric
voltages. Such signals are induced on a tracking sensor coil when it is placed in
the tracking volume of an EMT system. Acquisition hardware in the form of an
analogue-to-digital converter (ADC) converts the electrical signal into a digital
data stream by sampling at fixed periodic intervals. Manufacturers of acquisition
systems include National Instruments (Austin, TX, U.S.A.) and Measurement
Computing Corp. (Norton, MA, U.S.A). Commercially available electromagnetic
tracking systems implement proprietary acquisition schemes that are inaccessible
to the user.
2.2 Filtering & extraction
The sampled sensor signal contains all the necessary physical information required
to resolve the sensor’s position in space. EMT systems typically operate using
multiple transmitters operating at distinct frequencies, thus the sampled sensor
signal is a linear sum of the individual frequency components generated by each
transmitting coil, as well as noise from the surrounding environment. The filter
extracts the signal content of interest, from which the position of the sensor can
be resolved. A combination of digital filtering and Fourier methods are typically
employed. Common signal extraction methods include discrete fourier transform
(DFT) methods [13], lock-in amplification [14], Goertzel’s algorithm [15] and direct
amplitude detection [16].
2.3 Magnetic model
An accurate model of the tracking system’s generated magnetic field is a necessary
component in all magnetic tracking system designs. The purpose of the model is
to predict the physical interaction between the system’s magnetic field generator
and tracking sensors. Field generator models are typically defined as analytical
expressions which define the spacial distribution of magnetic fields in the volume
around the field generator. The sensor is model is based on its design, geometry and
from which its electrical response can be predicted in the presence of the modelled
magnetic field.
Magnetic field generators generally consist of an array of coil which can take on
varying sizes and geometries depending on the application. Designs include large
circular coils [17], square circuit board coils [11] and small cylindrical elements [18].
Each constituent generating coil in the array produces an alternating magnetic
field at a known distinct frequency. In generally, the magnetic field strength or
flux density due to single coil can be represented by a vector function relating the
amplitude of the generated magnetic field in space, B:
B(r) = [Bx, By, Bz] (1)
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Fig. 4 The basic components which comprise all electromagnetic tracking systems are shown.
The 5 degree-of-freedom sensor coordinate [x, y, z, θ, ϕ] is the most basic case for a symmetrical
sensor coil, where θ and ϕ correspond to yaw and pitch angles respectively.
where Bx, By and Bz are orthogonal magnetic flux density vector components, and
r = (x, y, z) is the Cartesian coordinate at which the field is measured with respect
to some global origin O, shown in Fig. 4(a).
A magnetic tracking sensor is a device which detects the generated magnetic
field and produces an output signal whose amplitude is related to its position
and orientation with respect to the field generator. In the case of a generalised,
solenoidal five degree-of-freedom (5-DoF) magnetic sensor, the sensed magnetic
flux density occurs along the axis of the sensor as shown in Fig.4(b). The resulting
flux magnetic flux in the sensor, Φ, is given by:
Φ(r, θ, ϕ) = K ·B(r) · nˆ (θ, ϕ) (2)
where B(r) is the magnetic flux density due to a single field generating coil at the
point r, K is a geometry dependant constant representing the sensitivity of the
sensor and nˆ is a vector representing the orientation of the sensor as a function
of its elevation and azimuthal angles (θ, ϕ) with respect to the origin as shown
in Fig. 4. The variables r, θ and φ constitute the five degrees of freedom in which
the motion of the sensor may be tracked. Combining these variables into a single
vector we define the position and orientation vector of the sensor, p:
p = (x, y, z, θ, ϕ) (3)
2.4 Position solver
Magnetic tracking systems resolve sensor positions by fitting the acquired sensor
data to a magnetic model of the system. The cost is typically defined as the
difference between the physical sensor voltage measurement, Vs, and the modelled
sensor voltage signal given by the rate-of-change of the magnetic flux in (2), Φ˙m(p),
at some location p:
Cost =
(
Vs − Φ˙m(p)
)2
(4)
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The value of p which minimises Cost, in a global sense, is defined the sensor position
and orientation. In the case of a 5-DoF sensor tracking system, a fully-defined
system requires that there exist at least five independent sensor measurements. This
can be readily achieved using multiple field generating coils at distinct frequencies.
In practice, a minimum of eight frequencies is required to yield accurate and
consistent tracking performance [19,20]. For a tracking system consisting of n
distinct fields generating coils, the sum-of-squares cost function F is defined as:
F (p) =
n∑
i=1
(
V is − Φ˙im(p)
)2
(5)
where i is the index of the field generating coil under consideration. The min-
imisation process can be performed in real-time using well-known optimisation
techniques [21].
3 Framework implementation
The proposed EMT framework is composed of four Python modules representing
each of the signal processing steps shown in Fig. 1. An expansion of this design
showing the data-flow between modules is shown in Fig. 5. The framework is
divided into four modules labelled (i) to (iv). Analog signals from the EMT sensing
electronics are acquired through a data acquisition module daq.py. This module
provides facilities to abstract the acquisition hardware’s specific API into a standard
interface. The acquired digital samples are fed into the filter module filter.py where
the frequency components of interest are conditioned and extracted from the digital
waveform. The filter module allows easy configuration of filter parameters while
providing routines for efficient matrix multiplications required during filtering
operations. The extracted signal information is then fed to the solver module
solver.py. Simultaneously the magnetic model of the system model.py is compared
with the extracted signal data to minimise the system cost function. The solver
module provides access to the tolerance and parameter settings for the minimisation
process. The resulting sensor coordinates from the solver can be streamed to the
user application using OpenIGTLink [4].
The proposed framework was applied to the Anser EMT project [11]. The original
open-source codebase, which was originally implemented in Matlab, was fully
converted to Python in order to conform with the framework. The PyDAQmx
driver [22] was used to provide a cross-platform interface with the NI-DAQmx driver
acquisition system (National Instruments, Austin, Texas). Filtering and solving
operations were performed using NumPy and SciPy libraries [23]. OpenIGTLink
connectivity was achieved using PyIGTLink [24].
A cross-platform graphical user interface (GUI) was developed to provide an
intuitive user experience and simplified access to core tracking system function in
the clinical setting. The interface was written using the Qt widget toolkit (The Qt
Company, Oslo, Norway) and builds upon the tracking framework to provide an
interface specific to the Anser tracking system [11]. The interface is shown in Fig. 6
and consists of tabbed windows which provide interfaces for the calibration, tracking
and visualisation of tracked instruments. The GUI also features OpenIGTLink
compatibly and is capable of transmitting sensor position data to other visualisation
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Fig. 5 (i) Analogue signals are sampled by the data acquisition module. (ii) The samples are
filtered in software with relevant frequency components extracted. (iii)-(iv) A cost function
utilises the component magnitudes to yield a position vector which can be transmitted using
OpenIGTLink as a 4x4 transformation matrix.
packages such as 3D Slicer, MITK and CustusX. Implementations of the framework
and graphcial user interface are available on (https://openemt.org).
3.1 Framework benchmark
EMT framework’s performance and accuracy were tested relative to the original
Windows-only Matlab implementation. Testing of the framework was performed
on three operating systems: Windows 10, MacOS 10.13 and Cent-OS 7.0 Linux.
All reported metrics result from tests performed on a laptop PC configured with
an Intel i7 4810HQ 3.5GHz CPU and 16GB of RAM, utilising both a Windows
10 and CentOS 7.0 installation. Compatibility with the MacOS 10.13 operating
system was confirmed using a separate machine, but comparative results were not
possible due to significant differences in the laptop hardware configuration. The
user-adjustable sampling frequency of the acquisition system was set at 100kHz for
all experiments.
Performance testing measured the framework’s ability to stream position mea-
surements as quickly as possible with minimal latency over an OpenIGTLink
connection to CustusX and 3DSlicer. Acquisition latency, maximum update fre-
quency (with both a stationary and moving sensor) were recorded for multiple
acquisition frame sizes shown in Tables 1 and 2. An acquisition frame constitutes
the number of samples gathered by the acquisition system per single resolved
position. A finite acquisition time for each frame puts a limit on the minimum
latency figure. Static refers to a slow moving sensor speeds of <5cm per second
while ‘Dynamic’ refers to speeds >50cm per second.
Accuracy testing consisted of comparing errors between sensor positions ob-
tained from a 7x7 plane test x-y grid providing a total of 49 points. 150 position
acquisitions at a height of z = 70mm from the transmitter board (Fig. 2 (b))
were recorded per grid point from which the mean x, y and z coordinate of each
point was calculated. Measurements were obtained from both Matlab and Python
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Fig. 6 Python EMT framework integrated as a graphical user interface application for Anser
EMT. (a) The primary visualisation screen where instrument positions are displayed and
OpenIGTLink connections can be made. (b) The calibration wizard which allows the user to
calibrate a tracked instrument for use with the system by taking a sampling of 49 magnetic
measurements [19]. (c) The primary interface the field generator frequencies can be set and
tracked instruments may be connected and tested for use with the system.
Table 1 Performance measurements using Matlab on Windows.
Matlab Frame size Acq. Latency (ms) Max. Static (Hz) Max. Dynamic (Hz)
- 250 2.5 72 64
- 500 5 70 61
- 1000 10 65 62
- 2000 20 50 50
- 5000 50 20 20
Table 2 Performance measurements using Python framework (Windows/Linux).
Python Frame size Acq. Latency (ms) Max. Static (Hz) Max. Dynamic (Hz)
- 250 2.5/5000+* 138/120 84/70
- 500 5/2000+ 142/115 95/83
- 1000 10/1000+ 102/80 66/62
- 2000 20/100 51/45 52/45
- 5000 50/50 20/21 20/20
* Due to operating system driver, see discussion.
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implementations. Maximum, minimum and root-mean-square (RMS) errors were
calculated between the two obtained point grids. The grid obtained using the
Matlab implementation was used as the reference since its performance has already
been characterised in [11]. Maximum and minimum grid errors were measured
as 3.1mm and 0.1mm respectively with an RMS error of 0.9mm with a standard
deviation of 0.75mm.
4 Tracked needle liver ablation
The proposed framework was tested in a pre-clinical setting in IHU Strasbourg
using clinically approved EM tracked needles. A preliminary feasibility study was
conducted to validate electromagnetic tracking in deep-seated liver targets for
radiofrequency ablation. This work shows that open-source tracking systems are
capable of continuous needle tip tracking, and in this study provide visualisation
in 3D environments to assist access and obscure lesions within the liver.
4.1 Experimental setup
Pre-clinical tests were performed in Institute for Image Guided Surgery in Stras-
bourg. The experimental setup consisted of four main components:
EM tracking The Anser EMT system was used for tracking needles during the
procedure. The python framework described in section 3 was used to retrieve
position data of the tracked needles and relayed to the visualisation tool via
OpenIGTlink.
Visualisation The CustusX navigation platform [12] was used as the primary visu-
alisation software during the procedure. Segmentation of the liver and identification
of tumours was performed using ITK-Snap [25].
EM tracked needles The Veran Always-On Tip tracked Bx Needle (Veran Medical,
St. Louis, MO) was used as targeting instruments during the procedure. Each
needle kit consists of a 19 gauge needle with an EM tracked stylet in situ. The
stylet contains a 5-DoF tracking sensor that is compatible with the Anser tracking
system. In this study each stylet was used in conjunction with a larger 11 gauge
needle (Cook Medical, Limerick, Ireland) for performing percutaneous access to
the liver.
RF ablation Radiofrequency ablation (RFA) was performed using a Medtronic
Cool-Tip Ablation System (Medtronic, Dublin, Ireland) and features 17 gauge
electrodes.
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4.2 Procedure protocol
A 34 kg female swine model was used for preclinical investigations. 8 radiopaque
fiducial markers were applied to the animal’s skin at bony protrusions around the
liver. Percutaneous injection of a proprietary biotumour model was achieved at four
deep-seated locations in the right lobe of the liver using an 11 gauge needle under
ultrasonic guidance (Siemens Acuson S3000). Abdominal CT (Siemens Somatom
Definition AS) using a soft tissue reconstruction filter (120 kV and 273 mA tube
parameters and 1 mm slice thickness with 0.7 mm overlap and 512×512 resolution)
was used to visualise the liver. ITK-Snap was used to segment the liver surface,
vessels, rib cage and tumour models from the preoperative CT scan.
Concurrently, the tracked Veran needle stylets were calibrated for use with the
Anser system by taking a sample of 49 magnetic field measurements at pre-defined
positions above the system field generator [19]. Following calibration, the field
generator was placed underneath the abdomen of the swine model such that the
liver was located central above the field generator. An OpenIGTLink network
connection was then instantiated with resulting needle position data sent to the
CustusX platform. Patient-image registration was then performed in CustusX by
placing the tracked stylets at the 8 radiopaque landmark sites.
Following surface registration to the skin fiducials, percutaneous cannula intro-
duction with visualisation in the CustusX was performed by an expert user with
EM tracking provided by the 19 gauge Veran tracked stylet inserted through the
11 gauge Murphy cannula. The needle was subject to movement due to respiration
and the virtual needle was aimed to coincide with the virtual target on inhalation.
The CustusX visualisation platform allowed for tool-tip extension for trajectory
planning/prediction and real-time distance-to-target display. Once targeting was
complete, the tracking stylet was replaced with a fitted RF electrode probe. RFA
was applied to each target for 3 minutes using standard hepatic protocols before
the electrode was removed (see Fig. 8). A postoperative CT and necropsy were
performed to analyse targeting and ablation accuracy.
4.3 Results
A total of four tumour models, M1-M4, were placed in the swine model’s liver. Due
to leakage of the biotumour material, only models M2 and M3 produced feasible
tumour-like structures for targeting. Models M1 and M4 experienced leakage during
placement and were not targeted as a result. Targeted tumours, T1 and T2, were
both located in the right posterior lobe and were each targeted from two different
angles and trajectories. The average targeting time from point of the tracked needle
insertion to removal was 3.44 minutes (range, 2 to 5.49 minutes). RFA was applied
to each target for 3 minutes at a temperature of 55 ◦C. A single puncture was used
in all cases. The mean size of targets was 1.58×0.89 cm (see Table 1). The closest
distance of separation between the needle and T2 was 1.12 cm, 1.11 cm, 0 cm and
was verified using postoperative CT where {x, y, z} are referenced to the CT global
imaging frame (see Table 3). Necropsy indicated two ablations within 5mm of
tumours T1 and T2 (see Fig. 8). Errors are considered primarily due to breathing
as needle deformation due to the 11 gauge cannula are thought to be insignificant.
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Fig. 7 CustusX visualisation of the Veran EM tracked needles during tumour targeting. The
centroids of the tumours were targeted and are visualised using coloured markers.
Table 3 Locations and characteristics of the tumours placed within the liver. 2-dimensional
size measurements were acquired from the axial CT view.
Tumour ID Size [x× y cm] Position Liver segment
M1 1.36×0.82 Anterior right S8
M2 (T1) 1.04×1.04 Posterior right S7
M3 (T2) 2.12×0.73 Posterior right S6
M4 0.65×0.74 Posterior right S7
Table 4 Summary of targeting results. Virtual distance refers to the absolute measured
distance between the needle tip and the centre of the tumour as would be measured using the
visualisation in Fig. 7(a). Minimum and maximum measurements were recorded to account for
motion due to breathing. Actual distance measurement were recorded in the post-operative CT
scan reference frame as shown in Fig. 8(c).
Target Virtual dist. [Min. - Max. cm] Actual dist. [x/y/z cm] Time [mins]
T2 0.61 - 1.28 1.29/1.11/0 5.49
T2 0.45 - 1.10 1.12/1.10/0 2.00
T1 1.85 - 2.67 3.22/2.88/3.31 3.23
5 Discussion
The proposed framework was successfully integrated with Anser EMT, although
the results vary greatly depending on the configured settings. Table 2 shows how
performance of the Anser EMT system varies with acquisition sample size over
Windows and Linux operating systems. Benchmark results on Windows are clearly
favourable to Linux particularly at low sample sizes. The high latencies in Linux
were found to be caused by a low-level buffer issue caused by software limitations
in the NI-DAQmx Base driver for the Linux kernel. Event-based acquisition is not
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Fig. 8 (a) The swine model with percutaneous insertion of RF ablation probes. (b) Post
operative necropsy showing the proximity of the ablated liver tissue (pink) and tumour model
(blue). (c) Post operative CT scan showing the distance between the targeting needles and
tumour model.
supported in the driver which resulted in position update latencies if the solver
does not process samples at a sufficient rate. Artificially setting the acquisition
time to be greater than the solving time prevents this latency issue occurring, as
the solver is forced to wait until new data is available. Empirically setting the
acquisition frame to 2000 (i.e. a frame acquisition time of 20 ms) mitigates the
issue, although this limits the maximum effective position update rate. It can also
be seen that the update speeds vary significantly depending on the movement
speed of the sensor. This is due to the previous sensor position being used as
the initial condition for the solver during each position update. A moving sensor
causes previous sensor positions to lie further from the current true sensor position,
resulting in the solver requiring more iterations to converge to the global minimum.
Artificially forcing periodicity by limiting the update rate of the system prevents
this issue from occurring. This approach must be implemented with care in order
to avoid increasing the overall system latency.
The purpose of the accuracy benchmark is to showcase any significant differences
between the two EMT software implementations. The benchmark is limited since
it uses the Matlab implementation results as the reference standard, since no gold
standard was available for the experiment. The reported mean error value of 0.9mm
falls within the mean error value of the Matlab implementation of 1.14mm [11].
From this we can conclude that the Python implementation is of similar accuracy
to the original implementation. Characterisation of this system according to the
Hummel protocol [26,27] is necessary in order to fully validate the accuracy of the
system under the new framework.
Applying the framework to targeted liver ablation highlighted a number of
advantages of using an open approach. The study showed that 3rd party EM
tracked needles can be calibrated for use with the Anser EMT for 5-DoF position
and orientation tracking. This demonstrates how such a tracking framework may
be used to develop and test novel 5-DoF enabled instrument designs in the pre-
clinical setting. Position errors encountered during the study were caused primarily
by the breathing motion of the animal model, resulting in dynamic registration
error. The resulting deviations in needle targeting accuracy between inhalation
and exhalation phases result in the targeting errors on the orders of centimetres
shown in Table 4 which is clearly visible in Fig. 8(b). Methods of reducing these
motion induced errors have been well addressed using breathing motion gating
Title Suppressed Due to Excessive Length 13
via electromagnetic [28] and optical [29] strategies, of which this paper does not
implement. However, this paper does show how an open-source tracking system
can be effectively integrated into the pre-clinical setting. By providing in-depth
control over the system parameters (update rates, transmission frequencies, physical
models), such a system may offer advantages when developing future devices and
techniques for motion compensation in tracked liver procedures.
6 Conclusion
The paper presents an open-source software framework for electromagnetic tracking
systems. The framework was applied to a previously characterised tracking system
with performance results recorded for different operating system environments.
The framework was successfully applied and is capable of tracking needles in
radiofrequency ablation therapy of the liver. Compatibility with common medical
imaging visualisation tools was confirmed through communication with the CustusX
visualisation platform. It is hoped that this work will assist in the translation of
new electromagnetic tracking platforms, devices and instruments from research
into the clinical setting.
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